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PURPOSE OF THIS STUDY 
The purpose of this study is to re port our findings 
and impressions concerning the reliability of cornea l ra-
dius readings possib~e with the Gamb's Ophthalmometer. 
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In general, most practitioners have more confidence 
in the accuracy of corneal radius readings obtained by 
more commonly used instruments than is warranted. Accord-
ing to several studies done on the reliability of other 
commonly used instruments for determining corneal radius, 
these instruments have sho•1m more variability than most 
practitioners would be willing to admit. 
After a casual encounter wi t h the ·Gamb's Ophthalmo-
meter, we were impressed with the cla rity and distinctness 
of the mires, ease of operation and precise movements of 
all parts. With the criteria we used, it se emed a more 
superior instrument for taking corneal curva tures than 
any others we had previously em ployed. The ultimate 
question was: "Could it do what it was desi gned to do 
could it take accurate and .reliable corneal curvature 
readings ? 11 
In summary, some of the features the manufacturer 
points out in the manual are: The optical system of the 
Garob's Ophthalmometer is based on the Helmholtz princi-
ple, which is the doubling · that affects the measurement 
occurring along two axes parallel to the principal opti-
cal axis. Therefore, this doubling remains independent 
of the variations of the foc a l distance, in contrast with 
the angular doubling apparatus of the Javal or related 
types. The measurement is entirely free of the common 
causes of error: (1)the operator 1 s accommodation between 
two measurements? (2)the operator's uncorrected astig-
matism; (3) difficulty or omission of adjusting the dis-
' 
tance to the eye before each measurement. 
The optical system of the Gamb's Ophthalmom~ter of-
fers a large number of advantages: (l)e xact and constant 
measurements; (2)high luminosity, enabl ing precise obser-
vation of fixation and centering; (3)patient can see the 
luminous internal axial fixation po'int to infinity; (l~) 
smooth operation of instrument; (5)readings grouped in a 
single well-lit eyepiece designed to eliminate all paral-
lax; and (6)two sets of mires incorporated into the in-
strument. The change of mires is made by rotating a 
small lever in front of the revolving apparatus. One set 
of mires is the stair step type foi approxima te radius 
measurement. One of the mires is red and the other is 
green. The other set is monochromatic concentric cross-
es, yielding precise measurem.:mts of corneal curvature. 
The corneal curvatures are given in both dioptric 
values and millimeters of radius. The Gamb's Ophthalmo-
meter is calibrated for a refractive index of 1.337, 






To determine the reliability of the Gamb 1 s Ophthalmo-
meter, seven human eyes in four subjects, four spherical 
s·tandards and one toric standard were used. Each exami-
ner took five readings on each surface in each principal 
meridian. One examiner served as a subject, thus he 
measured five rather than seven human corneas. The 
spherical standards were measured at 180 degrees and 90 
degrees. In this manner, 1,100 radius findings were ob-
tained in the ~tudy. 
The measurements were taken at the same time each 
day to avoid any diurnal variations which might affect the 
radii of the human corneas. The measurements were taken 
on Monday and Wednesday for two and a half weeks or until 
five sessions had been completed on each surface. 
After each reading, the instrurJent was thrown out of 
·focus and then refocused for the other principal meridian. 
As was previously stated in the introduction, the 
instrument has two sets of mires. We chose to use the 
monochromatic concentric crosses. The manufacturer 
states that these mires were designed for precise meas-
urements. Figure 1 illustrates how the concentric cross 
appears to the examiner. 
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Figure 1 3 
(1) Mires in focus but in need of additional 
radius adjustment. 
(2) Mires i n focus but in need of additional 
meridional adjustment. 
(3) Mires in focus and pro per radius and meri-
dional adjustment. 
We chose to record the radius findings in millimeters 
rather than diopter va lues. Conversion factors will be 
provided later in the paper to allow conversion of the 
data to the more familiar dioptric values. 
An inherent calibration error was present in the in-
strument which prevented the exa miners from finding exact 
principal meridan locations, unless 0.75D mini~um tori-















however, was irrelevant beca1..1se the q~uestion at hand was 




- RAW DAT.A SHEET 6 
Examiner //1 
Human Cornea #1 
180 90 
7.850 @176.o · 8.212 !?98.o 
7.875 @175.8 8.225 ·'2'95. 7 7.862 @175.7 8.212 (r];97.2 
7.875 @175.0 8.225 @97.0 
7.875 @173.7 8.225 @97.0 
7.837 @177.2 s.200 @92.8 
7.837 @' 173.7 8.175 6'94.4 
7.850 f.:' 172.2 8.200 6'91 . 2 
7.862 @171.8 8.200 ~91.8 
7.850 @173.5 8.187 t993. 6 
7.875 @175. 5 8.225 0:93.3 
7.862 @179.2 8. 175 @93.lt 
7.875 @176.0 8.225 @94.2 
7.875 @176.8 8.200 '.2'95.0 
7.875 @' 174.2 8.237 @96.8 
7.850 @173.8 8.200 @90.8 
7.862 @170.8 8.200 0:92.8 
7.850 @173.2 8.200 0'91 . 2 
7.862 (:)' 175.7 8.200 0'91 . 2 
7.850 @175.5 8.212 0')91 • 0 
7.862 ~ 173.6 8.225 0'93.5 
7.850 @.' 172.8 8.212 0;92.0 
7-.831 @: 172.5 8. ·225 0'92.9 
7.850 @172.9 8.225 @91.7 
7.862 ©174.o 8.237 0;94.6 
RAW DATA SHEET 7 
Examiner #1 
Human Cornea #2 
.7.775 @13.7 7 .100 @91~ . 5 
7.775 @14.1 7 .100 @'95.0 
7.775 @'13 .0 7 .100 <!95.5 
7.775 @13.5 7 .100 0'95. 2 
7.775 CT13 .2 7. 100 CT95. 0 
7.787 @ 9.8 7.125 6'91 . 3 
'7. 7'l5 @ 9.3 7. 100 ~92.2 
7.775 @ 9.6 7. 100 @'92.5 
7.787 @; 9.6 7. 100 "0'90.7 
7.750 @ 9.8 7 .100 1'291 • 5 
7.775 @ 9.Q 7. 100 @94.8 
7.787 @ 9. 1 7 ~ 100 r.?95. 1 
7.775 @ 8.4 7. 100 ~· 94. 2 
7.762 @ 9.0 7. 100 0'94.2 
7.775 @ 8.9 7. 112 1?95.0 
7.775 @ 7.5 7.087 @92.3 7~750 @ 8.3 7. 100 @94.5 
7.750 @ 8.3 . 7. 1 25 @'94.0 
7. 750 @ 7.5 7 .100 @93.5 
7.775 @ 8.4 7. 125 @'94.2 
7.762 @ 9.0 7. 100 rIT94.5 
7.775 @ 8.3 7. 125 @93.6 . 
1.750 @ 7.5 7. 112 rfi:92.9 
7.762 @ 8.4 7. 125 ·'.'!94.o 
7. 750 @ 8.9 7 .100 @95. 1 
... .. : 
-. 
RAW DA TA SHEET 8 
Examiner #1 
Human Cornea #3 
7.737 @2 6.962 @83.0 
7.725 @1.1 6.962 @83.5 
7.725 @1. 0 6.950 @82.8 
7.725 @1.1 6.962 @83. 1 
7. 737 @1. 2 6.950 @' 82.9 
7.725 @178.5 6.975 !079.3 
7.737 tl1 178.6 6.962 (?'80.3 
7. 737 @177.6 6.950 0'80.0 
7. 737 @178.5 6.962 ((~80. 2 
7 .. 750 @·178.0 6.950 @80.0 
7.712 @178. o 6.937 @83.3 
7.725 @178.0 6.950 '783.5 
7.737 ©178.o 6.950 @83.6 
7.725 @178.4 6.937 @82.0 
7.750 @176.4 6.950 @82.3 
7.712 ©176.0 6.950 CT83.5 
7.712 @176.5 6.975 0'83.5 
7.712 @177.0 6.975 0'84. 1 
7.700 @179.2 6.950 0'83.8 
7. 725 @177.0 6.975 @'84. 1 
7.712 @176. 1 6.950 0'83.5 7.700 @177.0 6.975 @'80. 1 
7.700 @176. 1 6.950 @84.1 
7.725 @175.2 6.975 @83.5 
7. 737 @177.0 6.962 @84.8 
RAW DATA SHEET 9 
Examiner t~1 
Human Cornea #4 
7.650 @177.4 7.000 @82.0 
'7. 637 '1l175. 5 7.025 ·'f77. 2 
7.625 @'·176.0 7.000 @77.4 
7.625 @176.0 7.000 0'79.5 
7 .637 @:·175.6 7.025 @'80.0 
7.625 @175.8 7.025 @77.2 
7.625 @176.2 7.012 @78.5 
7.625 @175.5 7.012 0'78. 9 
7.625 0'177.0 7.000 ' @:78. 4 
7.625 @174.8 7.012 r177.4 
7.612 @174.3 6.987 ?74. 7 
7.6i2 @175.0 6.987 077 .6 
7.612 @175.5 6.987 f!77.5 7.625 @174.3 7.012 '?:77.5 7.625 @174.o 7.000 .'376 3 ... ~ . 
7.625 @172.8 7.000 @78.1 
7.600 @174.8 7.000 @79.0 
"7.612 @173.5 7.012 0'76.8 
7.612 @174.6 7.012 0'78.4 
7.612 @174.6 7.000 @78.6 
7.625 @176.5 7.000 P.78.4 
7.637 @176. 1 6.987 @77.9 
7.625 @176.4 7.012 C'78 .s . 
7 .637 @176.8 7.025 ·'?80. 1 
7.637 ©175.8 7.012 @77.6 
-~ - 11 
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RAW DATA SHEET 10 
Examiner #1 
Human Cornea #5 
.7.667 @4.o 6.962 @'88.0 
7.650 03 9 . -· . 6.962 0'87. 5 
7.675 @4.6 6. 975 0'87.2 
7.675 @3.5 6.987 @86.5 
7.662 @3.5 6.975 @85.5 
7.650 (f~4. 5 6. 975 @86.9 
7.662 @2. 8 6.975 @·86 . 9 
7.662 @4.3 6. 97? '"-"85.8 
7.662 @3.0 6.962 . (5'85. 1 
- 7.650 @2.9 6.975 @87.0 
7 .650 @'5. 8 6.950 <r:88. 7 
7.650 @6.2 6.962 089. 1 
7.650 @5.0 6.987 @89.0 
7.650 @6.1 6.962 0'87.7 
7.650 @6.4 6.975 rss1.o 
7.650 @5. 1 6.987 @90.0 
7.637 @5.2 6.975 ess.s 
7.650 @4.2 6.987 @88 .5 
7.650 @3.8 6.962 @88.8 
7.662 @3. 0 6.975 @87.6 
7.650 0 5. 8 6.975 @85.9 
7.650 6'6 3 
---- . 6.975 :;-86.3. 7.675 @A.8 6.962 0 89.6 
7.650 @5.0 6.975 @87.6 
7.650 @4.3 6.962 @:87.3 
....... 
RAW DATA SHEET 1 1 
Examiner //1 
Human Cornea //6 
8.812 @1. 8 7.425 @88.o 
8.200 ©' 1. 9 7 .l~50 (087.0 
8.225 IE 3. 5 7 .1~50 0.'86. 8 
8.237 @2.6 7.43-r (i'85 5 ~ . . 
8.225 ~3 2 7.450 G'86 .o t · .• 
8.225 @1. 5 7.437 0'82.2 
8.250 @1.2 7.425 @83.0 
8.237 @2.0 7.437 CT84.o 
8.225 @0 7.450 @.'85.0 
8.225 @1.0 7. l~25 @87 .1 
8.225 @:·3. 1 7.450 . @:'84. 3 
8.237 @: 2. 0 7.450 @86.5 8.225 ·""2 3 7.450 0'84.o ..::~.... . . 
8.212 @2. 2 7. l~50 (283.2 8.225 @2.5 7.450 '?85.3 
8.237 e 4.o 7.487 (f83.2 8,250 CT1. 8 7.b.75 0'84.o 
8.262 0:2. 7 7. l~62 ·'!82. 8 
8.237 @'.3. 0 7.462 0'82.2 
8.250 ':!2.0 7.487 @81 .o 
8.200 f. 0.5 7.425 0'86.2 
8.200 @: 1. 5 7.425 t:?'86.2 
8.225 e o.4 7.425 0'84.8 
8.225 @1.8 7.437 ·~84. 8 
8.225 ~ 1. 0 7. lq 2 @83.9 
8.225 @3.6 7.487 CC?87.4 8.200 @4.o 7 .1+75 1()88.0 
8.212 @3.8 7. l~87 0·86. 1 
8.225 @' 2. 0 7.487 A85.0 
8.225 @:2. 0 7. l~75 f'.)' 85.0 
RAW DATA SHEET 12 
L 
Examiner #1 
Human Cornea #7 
8.212 <2' 178.1 7.212 .983 . 5 
8 .200 @178.5 7.212 @83 .1 
8.225 @177.3 7.200 0'82 . 1 
8.212 @178 .o 7.200 ~82 .0 8.200 @177.0 7 .175 @81 .8 
8 .212 @177.3 7 .225 @'19.0 
8 .212 @'' 177. 1 7. 187 @79.5 
8.237 eI'175 .0 7.225 (279. 8 
8.225 <2'176.5 7.200 0:79.8 
8.212 (c1: 177 .1 7. 187 :?if9.8 
8 .225 @177 .3 7.212 t?83 .0 
8.200 t0178 .9 7.200 0'82 .0 
8.200 0'177.2 7.212 0'79 .8 
8.212 G' 177.2 7.212 0'81 • 0 
8.200 '(1· 176.8 7.200 081 • 3 
8.200 0'178 .o 7.212 0.'81 . 7 
8.200 0' 177.2 7.225 0'80.8 
8.20J ©177.5 7.200 0'8 1 . 5 
8.225 @178.o 7.212 681.5 8 .200 @178.6 7.200 0:81 . 5 
...... 
8.200 @' 178.5 7.250 @85.0 
8 .1 87 @177.7 7.237 @84.2 
8 .187 @178.o 7.237 @'85. 1 8.200 @177.0 7. 237 :7-: 83.2 
8 .1 87 @176 . 1 7.225 @81.0 
8 .200 @176.2 7.262 (7:82. 0 
8 .200 @176.0 7. 237 G'83 . 4 8 .200 @177.8 7.225 @83 .0 
8 .187 •'.2'177 .0 7.250 ? 84 .2 
8 .1 87 0'177 .8 7.262 0'83 .4 
.. 
. ' 
STEEL BALL # 1 STEEL BALL # 2 13 
180 90 180 90 
8.312 8.300 7. 537 7.525 8.312 8.300 7.537 7.512 8.300 8.312 7.525 7.525 8.312 8.312 7. 537 7.525 8.312 8.312 7.525 7.512 
8.300 8.300 7.525 7.512 8.300 8.300 7.525 7.500 8.312 8.312 7. 525 7.512 8.312 8.300 7.512 7.512 8.312 8.312 7.525 7.525 
8.312 8 •. 312 7.525 7.512 8.312 8.312 7.525 7.512 8.325 8.312 7.512 7.525 8.300 8.300 7.525 7.525 8.300 8.300 7.537 7.525 
8.312 8.312 7.525 7.512 8.312 8.312 7.525 7.525 8.300 8.300 7.537 7.525 
I 8.312 8.312 7.525 7.512 8.312 8.312 7.525 7.525 
-
8.300 8.325 7.525 7.525 8.312 8.312 7.525 7.512 8.325 8.312 7.512 7.525 8.312 8.325 7. 512 7.512 8.325 8.312 7.512 7.512 
· : .... 1; 
•. 
STEEL B.ALL # 3 STE~L BALL # 4 14 
180 90 180 90 
8.712 8.725 7 .125 7. 150 
8.725 8.700 7. 125 7 .125 
-
8. 712 8.700 7. 137 7 .137 8.725 8.687 7 .125 7 .137 8.700 8.700 
.8.712 8.725 7. 125 7 .125 8.712 8.725 7 .125 7. 125 
8.725 8.712 7. 125 7. 125 8.712 8.725 7 .125 7. 125 
8.725 8.737 7.125 7. 137 
8.700 8. 725 7 .137 7. 125 8.712 8.725 7. 125 7. 137 8.712 8.712 7. 125 7 .137 8.712 8.700 7 .125 7. 125 8. 725 8.712 7. 112 7. 125 
8.712 8.700 7. 125 7. 125 . 8. 725 8.712 7 .125 7.125 8.712 8.712 7 .137 7. 137 8.725 8.725 7. 125 7 .137 8. 712 8.725 7. 125 7. 125 





TO RIO ST.ANDA RD 15 
7.600 @140.2 7.700 r?.?87.8 7.600 @141 • 1 7.700 @87 .1 7.600 @144.5 7.687 'x88.o 7.600 @143.0 7.687 @90.5 7.600 @1l+L~•6 7.700 @'90.9 
7.575 @146.7 7.700 @83.6 7 .575 @14lJ.. 3 7.725 @'83.0 
7.575 @143.2 7.725 @82.3 
7. 575 @147.0 7.712 @84.5 
7.575 @;146.3 7.712 0'86.2 
7 .550 @145.4 7.700 o/91 • 0 7.562 @111-7.3 7.700 '3'90.8 7.562 @148.3 7.687 @91. 7 7.562 @146.2 7.700 @90.5 7.575 @.145.5 7.700 @91. 1 
7.575 @146.0 7.700 @92.4 7.575 @144.o 7.712 0'87.0 7.575 @144.5 7 •. 700 0'89.0 7.575 @14-2.3 7.700 0'90.5 7.575 @145.5 7.700 @88.3 
7.562 @146.1 7.725 A89. 1 7.575 @148.3 7.700 C'Y91 • 9 7.575 @11~3.0 7.712 zc86.o 7.575 @144.o 7.700 @93.2 7.587 @.144.6 7.712 @94.5 
" 
16 
RA~-; DAT.A SH:ZET 
Examiner #2 
Human Cornea #1 
7.875 @172. 3 8.225 @96.4 
7.875 @173.0 8.200 @96.6 
7.900 @172.9 8.225 @96.3 
7.900 @171.0 8.'175 @96.o 
7.900 @; 172.0 8.237 ('.7· 96 .o 
7.875 @173.0 8. 187 @'92.0 
7.862 ~173.2 8.200 @93.2 
7.875 @171.0 8. 175 @'93.0 
7.850 @: 172.0 s.200 0'92.6 
7.850 ' @171. 0 8. 175 0'93.7 
7 .887 <Z 174.0 8.225 ~95.0 
7.900 l2' i74.o 8.200 @97.6 
7.900 0'·172.0 8.225 @98 . 1 
7.900 •? 171. 2 8.200 ([3' 96. 8 
7.900 0: 171.1 8.200 @95. 1 
7.900 @173.4 8.212 @91.3 
7.900 @ 17l~.o 8.212 ·f:'93. 2 
7.850 @172.0 8.212 @90.0 
7.875 @172.6 8.225 @91.8 
7.850 @173. 9 8.200 @'90. 9 
7.875 "1' 17') 8 8.212 @:92. 1 ,_ '-. 
7 .850 @173.6 8.200 @91.6 
7.887 @173.9 8.225 @92.5 
7.975 (S173.0 8.225 ~93.0 
7.875 @174.0 8.212 @94.0 
17 
- RJ\ W D.A T.A SHEET 
E~mminer #2 
Human Cornea #2 
7.775 @14.2 7 .100 @94 .0 
7.800 @13.2 7. 100 @92.3 7.800 @14.7 7 .100 0'·93. 0 
7.750 @14.3 7. 100 rf94.0 
7.762 @13. 1 7. 100 0:'93 0 ,_ .. . 
7.775 e1Li. .o 7 .100 0'91 • 0 7.800 @13.9 7. 11 2 @'91+. 0 
7.775 @13.8 7. 100 ,-ze 9L1-. 5 
7.762 @1Lt-.7 7. 100 11'93 . 2 
7.775 G'14.6 7. 100 '0·95. 0 
7.800 @ 8. 4 7.087 C95.2 
7.775 010.6 7.075 094 .2 
7.775 @10 .5 7.087 0'95. 1 
7.775 @10 .1 7 .100 6'94. 9 7.800 @'10 .0 7.075 '.9'94.3 
7.775 @14.o 7. 100 !?2'96. 6 
7.762 e 11 • o 7. 100 0'95 .0 7.775 @' 12.3 7. 100 f?'96. 0 
7.775 @12 .0 7.087 @96 .2 
7.775 @ 11 -~6 7. 100 @'95 . 0 
7. 750 @12.0 7 .100 ·:2'94. 6 7.762 @11 • 5 7.087 @95.4 7.762 @12.6 7.712 @93 . 1 
7.775 @10.6 7.750 S'92 .8 
7.775 @ 9.6 7 .750 5-94.o 
18 
RAW DATA SHEET 
Examiner #2 
Human Cornea f/3 
7.725 @ 3.9 6.925 @'84.5 
7. 725 @ 3.5 6.925 @83.2 
' 
. 7. 725 @ 4.0 6.925 @83.8 7.725 @ 3.8 6.925 @'·83. 8 
7.725 @ 3.9 6.925 984.1 
7.750 @179.0 6.962 0'80.2 7. 750 6179.3 6.950 P.81.2 
7. 750 0'179.1 6.950 0'79. 7 7. 750 @178.1 6.937 @'79.5 7.750 0:179.0 6.937 080. 1 
7.725 @179.8 6.925 ·983. 7 7.725 @179.8 6.925 0'82. 7 7. 737 @179.4 6.925 0'83.0 7. 737 @178.9 6.925 @84.o 
7 .737 @179.3 6.925 @83.4 
7.700 @179.5 6.962 0'83.2 7. 737 0:179.5 6.950 o/81 • 6 L 7.750 0'179.0 6.925 CT-82.0 7.725 @177.3 6. 975 o/81 • 0 7.700 @'179.5 6.962 0'80.8 
7.750 @'178.4 6.950 ,'?80 o" ,_ . 7. 737 @177.4 6.962 0'81 • 4 7.725 @ 1.0 6.925 @83.6 7. 737 e o.o 6.937 1?85. 1 7.750 @179.2 6.925 0'8l~. 6 
19 
RA 'IT DAT.A SHEET 
Examiner //2 
Human Cornea //4 
7 .650 @178 .0 7.000 .~79. 0 
7.625 IZ179.5 7.000 0'79. 2 7.612 ~179.0 7.012 f.:77.0 
7.625 @179.2 7.000 @77 .8 
7.625 @179.5 7.037 tr76.o 
7 .637 '.2·176. 3 6.987 @77.0 
7.637 @178.0 7.000 0'.75.8 
7 .637 @178.1 6.987 @75.8 
7.637 @176.0 7.000 @78. 5. 7 .650 @176.0 7.000 '275.8 
7 .600 @' 175.0 7.000 t'.':80. 0 
7.625 0'175.9 7.000 @7 5.0 7.600 @175.0 7.000 @76.2 
7.587 @176.4 7.012 @73.8 7.612 @176.6 7.000 @.74 .5 
7.625 @174.5 7.025 o/:75. 4 7.600 @175. 0 7.025 @73.4 7.600 ~ 174.2 7.037 . r/!73. 0 7.625 @177.0 7.037 ·1?7 4. 1 7.612 ·'0175. 1 7.025 <-T73.5 
7.625 @' 176.5 7.012 0_•73. 6 
7.612 @175.6 7.000 0'79.0 7.625 ~ 175.6 7.012 973.5 7.625 '.2'178.5 7.025 f'74 . 7 
7.650 @175.6 7.012 0:76.4 
L 
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RAW D.A TA SHEET 
Examiner f/.2 
Human Cornea 115 
7 .650 @' 10 . 0 6.887 @89 . 0 
1 -. 650 @ 7 . 0 7.000 qSS .7 
7 . 625 0' 9 .0 7 . 000 0"89.0 
7.625 @ 9. 0 7.000 r? 86 . o 
7.650 @ 5.5 7 . 000 P86 . 0 
7. 650 @ 4.8 6.962 tP87 . 0 
7.650 0' 4.8 6 . 975 0'85 . 8 
7.650 @ 4 . 6 6. 975 @85 . 8 
7.650 @· 4.4 6.962 @85 . 5 7 . 662 @ 5. 1 6.975 @85 . 0 
7 . 687 @ 5.7 6. 975 @85 . 5 7 . 650 @ 5.5 6. 975 @84 . 5 7 .650 @ 5.2 6. 975 1084 . 4 . 7.650 r? 5.0 6. 975 0'85 . 0 7 . 650 @ 5.0 6 . 975 @86 . 7 
7 . 662 @ 4 . 8 6.975 IS'87.9 7 . 650 @ 5.2 6. 975 rf87.0 7 . 650 @ 4 . 8 6. 975 qi88 . 2 7 . 637 @ 3. 9 6.950 0'87 . 1 7. 650 @ 4.5 6 . 962 0'86 .7 
7 . 637 e 4.o 6. 975 ·'?''84 . 6 7 . 650 @ 5. 1 6.962 0'86.5 7 . 637 @ 4 . 4 6. 975 19>85 . 9 7 .650 @ 5. 5 6.975 1!85 . 6 




STEEL BALL # STEEL BALL # 2 
180 90 180 90 
8.325 8.312 7.525 7.550 8.325 8.312 7.525 7. 562 8.325 8.325 7.500 7.562 8.312 8.312 7.500 7. 575 8.325 8.325 7. 525 7. 575 
8.312 8.325 7.525 7.550 8.312 8.312 7. 537 7.537 
L 8.312 8.325 · 7.525 7.537 8.325 8.325 7.525 7.525 8.325 8.325 7.525 7.550 
8.325 8.325 7.537 7.537 8.312 8.312 7.525 7.537 8.312 8.325 7. 537 7.550 8. 3.25 8.325 7.525 7.525 8.325 8.325 7.525 7.550 
8.325 8.312 7.525 7.537 8.312 8.312 7.525 7.525 8.325 8.325 7.537 7.537 8.325 8.312 7.512 7.550 8.325 8.325 7.525 7.525 
8.325 8.325 7.525 7.525 8.325 8.325 7.525 7. 525 8.325 8.312 7. 512 7.525 8.325 8.325 





STEEL BALL # 3 STEEL BALL # 4 I 
I 
180 . 90 180 90 
8. 727 8.725 7 .150 7. 137 8.725 8.712 7. 150 7. 137 8.725 8.700 7. 1 50 . 7.125 8.725 8.700 7 .150 7. 125 8.712 8.700 7. 150 7 . '1 25 
8.725 8.712 7 .150 7. 187 8.725 8.725 7 .162 7 .150 8.725 8.712 7. 162 7 .150 8.712 8.712 7 .150 7. 150 8.725 8.725 7. 150 7. 125 
8.712 8.700 7. 150 7 .137 8. 712 8.725 7. 150 7 .137 8.725 8.725 7.162 7. 150 8.725 8.725 7 .150 7. 137 8.T25 8.712 7 .150 7. 150 
8.712 8.712 7. 162 7. 137 8. 725 8.725 7. 150 7. 125 8.725 8.712 7. 150 7. 150 8.712 8.725 7. 150 7. 125 8. 725 8.725 7. 150 7 .137 
8. 725 8.725 7.162 7. 137 8.725 8.725 7. 150 7. 150 8.71..2 8.700 7. 162 7. 150 8.712 8.712 7 .150 7. 150 8.725 8.725 . 7. 100 7 .150 
·:·: 
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....... TOR IO S T.AlifDA RD 
7.700 @94.7 7.575 @145.9 7.725 @92.3 7.575 @148.8 7.700 0·93. 5 7.562 0'145.1 7.700 0:96~9 7.562 19146.3 7 .712 @93.2 7.575 0'145.0 
7.725 @94.o 7.612 6.'139. 0 7.712 @93.6 7.612 0.'142.3 7.712 @93.6 7.625 rx141 .o 7.725 @93.6 7.600 0'142.0 7.725 @91 . 0 7.587 @142.0 
7.725 @89.0 7. 575 @142.2 7.712 @90.4 7.587 @11}5.0 7.725 @93.8 7 .575 o/.·143.0 7.712 @93.1 7. 575 tz1l~1.2 7. 725 @95.5 7.600 @137.6 
7.712 \2'91.0 7.550 @144.2 7.712 @90.4 7.550 0'111-3.0 7.725 ·Q-92. 5 7. 575 @1l-t3.0 7.737 @93.1 7. 575 .0'1 lq . 2 7.725 e911-. 5 7.600 0139.6 
7.725 @92.0 7. 587 @144.4 7.725 @'93.2 7. 575 0'140. 6 7.712 o/93. 7 7.600 0'140.5 7.700 @94-.o 7. 575 . @'143.4 7.725 (:3'.·94. 5 7.600 0'141.6 
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ORGANIZATION OF STATISTICS 
_ ~xam in~_ f.Jl Examiner 
-- · 
#2 
Human Cornea ffl 
-
Hean Standa r d Deviat i on 1,Tean St andard Devis.tion 
--
7 . 86 mm 0.01 mm 7. 86 mm 0. 026 mm 
174 . 4° 1 . 90° 172 . 7° 1 . 05° 
8 . 21 mm 0 . 014 mm 8 . 21 mm 0.014 mm 
93.7° 2.21° 93 . 9° 2. 31° 
Human Cornes !J2:_ 
--
7 . 77 mm 0 .01 mm 7 . 78 mm 0 . 01 mm 
9 . 68° 2.1° 12 . 2° 1,84° 
7. 11 mm 0 . 01 mm 7 . 15 mm 0 , 01 mm 
94 . 1° 1. 36° 94 . 2° 1. 260 
Human Corne 8. ll.3 -
-----· 
7 . 72 mm 0. 01 mm 7 . 65 mm 0 . 01 mm 
178.3° 1 , 86° 179 . 8° 2 , 07° 
6. 96 mm 0 .01 mm 6 . 94 mm 0 . 01 mm 
82 . 6° 1 . 61° 82.5° 1. 75° 
Human Cor_~#4 
7 . 63 mm 0 . 0001 mm 7 . 62 mm 0 . 014 mm 
175.4° 1 . 11° 176 . 9° 1 . 44° 
7 .04 mm 0 . 0001 mm 7 . 01 mm 0 . 01 mm 
78.1° 1 . 41° 75 . 9° 2 . 01° 
I 
'---
Hurn an Cornea fil5 
7.66 mm 0.0001 mm 
4.56° 1.12° 
6.97 mm 0.0001 mm 
87 .5° 1.30° 
· Human Cornea .#6 JI_ 
8.23 mm 0.014 mm 
2.2° 1.01° 
7.45 mm 0 • 02 I'.lID 
84.9° 1.82° 
Human Cornea #7 
8.20 mm 0.01 mm 
177 .l~O o.87° 
7.22 mm 0.02 mm 
81.9° 1.65° 
Steel Ball #1 
8.31 mm @ 1800 0.0001 mm 
8.31 mm @ 90° 0.0001 mm 
Steel B..§1]1_#2 
7.53 mm@ 180° 0.0001 mm 
7.52 mm ~ 90° 0.0001 mm 
Steel Ball #3 
8.72 mm@ 180° 0.0001 mm 
8. 72 mm @' 90° 0.01 mm 
7.65 mm 0~01 mm 
5.5° 1.56° 
6.97 mm 0.02 mm 
86.4° i.38° 
Examiner #2 subject 





8. 72 mm 










Steel Ball #4 
7.12 mm @: 1800 0.0001 mm 7.15 mm 0.0001 mm 
7.13 mm @ 90° 0.0001 mm 7.14 mm 0.0001 mm 
Torie Standard 
---
7.58 mm 0.01 mm 7.58 mm 0.01 mm 
144.9° 2.29° v~2. 6° 2,600 
7. 70 mm 0.0001 mm 7.72 mm 0.0001 mm 
89.4° 3.25° 91.6° 1.82° 
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-?IOPTERS AND RADU SCALE W For Kerah:irneier The scDles on the mecuurement drums of the Ml Kerotometer record the diopter value of the curve being 
it213S-!19NO, 1:000, Xl-60 
measured, to nearest eighth diopter. The Conversion Charts b<:low translate th,,se readings into tho equiv-
alent radii of curvaluro, ccnvex or concave, to lhe neurest hundr.xlth of o millimeter. 
PRINTED IN U. S. A. 
Above values for dioptric power ar·e based on an assumed refractive 









r= 7,94 x io-3 meters 
c 42. 50 D 
= 0. 3375 
. 42. 50 
r= 7.94 millimeters convex radius 
·' 
Note: When measuring the concave surface of a contact lens, a correction 
factor must be used (see table above) • · 
.. 
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PQlilER-HADIUS CO EVERS ION TAB~~ 
D R D R D R 
30.00 11.250 36.oo 9.375 L~2 .00 8.036 30.12 11.203 36.12 9.343 42.12 8.012 30.25 11.157 36.25 9.310 42.25 7.988 30.37 11.111 36.37 9.278 42.37 7.965 30 •. 50 11.066 36.50 9.247 42.50 7 .91H 30.62 11.020 36.62 9.215 42.62 7.918 30.75 10.976 36. 75 9 .181~ 42.75 7.895 30 .. 87 10.931 36.87 9.153 42.87 7.872 31.00 10.887 37.00 9.122 43.00 7. 81}9 31.12 10. 81~3 37el2 9.091 43.J.2 7,826 31.25 10.800 37 ~25 9.060 43.25 7.803 31.37 10.757 37 .. 37 9.030 43.37 7.781 31.50 10.714 37.50 9.000 43.50 7.759 31.62 l0.672 37 ~62 8.970 43.62 7.736 31. rr5 10.630 37 .75 8. 91}0 L~3.75 7.714 31.87 10.588 37~87 8.911 l~ 3. 87 7.692 32.00 10.543 38.oo 8.882 4lr .• oo 7.670 32.12 10.506 38.12 8.852 44.12 7.649 32.25 10 .11-65 38.25 8.824 44.25 7.627 32.37 10 .1~25 38.37 8.795 41'.37 7.606 32.50 10.385 38.50 8.766 44.50 7.58~ 32~62 10.345 38.62 8.738 41J-.62 7.563 32.75 10.305 38.75 8.710 41~. 75 7.542 32~87 10.266 38~87 8.682 44.87 7.521 33.00 10.227 39.00 8.654 45.00 7.500 33.12 10.189 39.12 8.526 1}5 .12 7 .l~ 79 33;25 10.150 39.25 8.599 45.25 7.459 33~37 10.112 39,·37 8.571 1~5. 37 7.438 33.50 10.075 39.50 8.544 45.50 7.418 33.62 10,036 39.62 8.517 45.62 7.397 33~75 10.000 39.75 8.491 45. 75 7.377 33;37 9.963 39.87 8.464 45.87 7.357 34.oo 9.926 40.00 8.437 1~6. 00 7.337 34.12 9.890 40.12 8.411 1~6 .12 7.317 34.25 9.85~ 40.25 8.385 1~6. 25 7.297 34.37 9.818 40.37 8.359 46.37 7.278 34~50 9.783 40.50 8.333 li-6. 50 7.258 34.62 9. 7 L!-7 40.62 
-




D R D R D R 
48.oo 7.031 54.oo 6.250 60.00 5.625 48.12 7.013 54.12 6.236 60.12 5.613 48.25 6.995 Sl+.25 6.221 60.25 5.602 48.37 6.977 54.37 6. 207 60.37 5.590 4-8. 50 6.959 54.50 6.193 60.50 5.579 48~62 6.941 5l~. 62 6._178 60.62 5.568 48.75 6.923 54.75 6.164 l~8~ 87 6.905 54.87 6.150 49~00 6.888 55.oo 6.136 49.12 6.870 55.12 6.122 49.25 6.853 55.25 6.109 49.37 6.835 55.37 6,095 49.50 6.818 55.50 6.081 1~9. 62 6.801 55.62 6.067 lJ.9. 7 5 6.784 55.75 6.054 49.87 6.767 55.82 6. OlJ.O 50.00 6.750 56.oo 6.027 50~12 6.733 56.12 6.013 50.25 6.716 56.25 6.666 50.37 6.700 56.37 5.987 50~·50 6.683 56.50 5.973 50.62 6.667 56.62 5.960 .._ 50~75 6.650 
·56.75 5. 91.J..7 50~87 6.634 56;87 5. 931~ 51.00 6 .618. 57.oo 5.921 51.12 · E.601 57~12 5.908 51.25 6.585 57.25 5.895 51.37 6.569 57~37 5.882 51.50 6.553 57.50 5.870 51.62 6.538 57.62 5,857 51.75 6.522 57.75 5.844 51.87 6.506 57~87 5.832 52.00 6.490 58.oo 5.819 52.12 6 .1~75 58.12 5.806 52.25 6.459 58.25 5.794 52.37 6. L:-44 58.37 5.782 52.50 6.429 58.50 5.769 52.62 6. l~l3 58.62 5. 757 52.75 6.398 58.75 5.745 52.87 6.383 58.82 5.732 53.00 6.368 59~oo 5. 720 53.12 6.353 59.12 5.708 53.25 6.338 59.25 5.696 53.37 6.323 59.37 5.684 53.50 6.308 59.50 5.672 53.62 6. 291+ 59~62 5.660 53.75 6.279 59~75 5.649 53.87 6.264 59.87 5.637 
CONCLUSION 
Upon comparing the measurem ents there seemed to be 
an insignificant amount of variability between the two 
examiners. Because of this, we have grouped all the 
data together. 
The average s~andard deviation for both examiners on 
all the human cornea s in both meridians is .0109 mm. 
30 
For a medium with an index of 1.337 (like the cornea ), a 
.1000 mm difference in curvature is equal to approximate-
ly .55D. Taking this into consideration, this means that 
68 percent of all the measurem ents t aken in a particular 
meridian will have a range 6f not over .11D and that 95 
percent of all the measurements will have a range not 
exceeding ;22D. This, of course, is excellent reliabi-
lity and would allow a practitioner, after averaging 
perhaps five measurements, to know tha t he has an extreme-
ly accurate set of findings. 
As would be expected, the average standard devia-
tions on the steel balls and toric standard were even 
lower than on the humari cornea. For the steel balls it 
was .0016 mm and .0051 mm for the toric standard. There 
seems to be no difference in reliability between the two 
principal meridians. 




findings, it is imperative to be on the principal meridi-
ans. Looking at the standard deviation of degree values 
of the principal meridi~ns, it is seen that they are 
quite low. These, of course, will tend to be proportion-
al to the amount of toricity of the cornea, that is, the 
greater the toricity, the easier it is to find the prin-
cipal meridans. 
We have already mentioned some nf the outstanding 
characteristics of the instrument, such as, ease of opera-
tion, clarity of mires, etc., but having demonstrated such 
excellent reliability, we are even ~ore impressed with 
the Gamb's Ophthalmometer than we were at the beginning 
of the study. Although it is more expensive than other 
commonly used instruments, · ror taking corneal radius 
findings we would highly recommend a Gamb's Opb.thalmorne-
ter for anyone who lacks confidence in the instrument 
they are currently using, 
Our results show, the Gamb's Ouhthalmometer is much 
more reliable than any of the instruments used by a 
practitioner in the field, 
Brungardt's experiment, for example, has shown that 
the B&L Keratometer has a range of reliability of 0.37D 
for the horizontal reading and 0.75D for the vertical. 
Therefore, in comparing the B&L Keratometer, the 





by practitioners, with the Gamb's Ophthalrnometer, the 
Gamb'~ instrument is superior. 
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